= STERIS

Dokument zpracovani Eto
ETO TREATMENT DOCUMENT

Picios FACILITY VELKA BITES Dokument €. pocument N° 1705 /00

Autoklav ¢. 22 Datum zahajeni  starTING DATE30/06/2022  Hodina zahajeni starTing HOurR 06,30
Datum ukonéeni enpinc DaTE  30/06/2022  Hodina ukonéeni enpingHOUR 17,15

Spoleénost companySTIRILAB S.R.O. Metoda wmeTtHoo STIRILAB 03 EQ - 15%

Popis nakladky Loap DEscriPTIONZDRAVOTNICKY MATERIAL 18 PALET

Krabice Boxes N°352

Sarze atcH 22P2018300, 22P2004506, 22P2001706, 22P2001803, 22P2002003, 22P2001903, 22P2002103

Vas dokument €. entrancepoc.N° 202203498 z 28.06.2022
Nas dokument é&. peuverypoc. N°  2390/40

C. lahve cyunoer N° 9192 Hrubéa vaha cross weigHT kg 75,7 Tara 71are kg 45,7 Netto vaha net weiehHT kg 30,0
C. lahve cyLNDER N° 7053 Hruba vaha crossweicHT kg 76,8 Tara T7are kg 46,8 Netto vaha neT weiehT kg 30,0
C. lahve cyunoer N° 890 Hruba vaha cross weicHT kg 77,4 Tara vare kg 47,4 Netto vaha ner weieHT kg 30,0
¢. lahve cyLinDER N° 4732 Hruba vaha cross weicHT kg 77,8 Tara Tvare kg 47,8 Netto vaha ner weieHT kg 30,0
C. lahve CYLINDER N° Hruba vaha cross welGHT kg Tara Tare kg Netto vadha net weicHT kg
C. lahve CYLINDER N°® Hruba vaha cross welcHT kg Tara T7are kg Netto vaha ner weieHT kg
Kondicionovani HEATING
Bez ETO WITHOUTETO | imity ranGE Hodnota  vaLuE Limity rance Hodnota  vaLue
doba TME Hours hod. heurs od 1:15 do 1:45 1:30 Teplota béhem TtemperaTure °C od 45 do 55 51
Sterilizaéni cyklus STERILIZATION CYCLE Limity RANGE Hodnota VALUE
Tlak pred vakuem PRE VACUUM PRESSURE kPa od -90 do -70 -80
Cas pfed vakuem PRE VACUUM TIME min.  od 15 do 45 17
Vaha smési  MIXTURE WEIGHT kg. od 117,6 do 1224 120,0
Doba pfivadéni plynu GAS INLET TIME min. od 45 do 90 70
Teplota b&hem cyklu cycLe TEMPERATURE °C od 46 do 54 51
Relativni viIhkost cycLe RH. % R.H. >50 77
Tlakovy rozdil béhem cyklu peLta cYcLE PRESSURE kPa od 175 do 205 205
% Koncentrace ETO bez nakladky ETO CONCENTRATION g/mc  od 497 do 517 507
Doba expozice plynem GASs EXPOSURE TIME hod hours 0d 5:55 do 7:0 6:00
Tlak po vakuu post vACUUM PRESSURE kPa od -90 do -70 -74
Cas po vakuu POST VACUUM TIME min. od 15 do 45 28
Pocet cykll po vakuu  POST VACUUM CYCLE NUMBER minimum 4 4
Odplyfiovani tunel Limity RANGE Hodnota vALUE Limity RANGE Hodnota vALUE
DEGASSING IN TUNNEL
doba TiMe Hours hod. hours 0d 0:0 do 168:0 10:56 Teplota béhem temperaTure °C od 41 do 51 47
Externi test dozimetrem EXTERNAL DOSIMETERS TEST
Typ Tvee GIL-250 Sarze BaTcH Datum splatnosti exp.0aTe
Pouzité dozimetry USED DOSIMETERS ~ N° NA

Zavér: Cyklus dle interni provérky Sterisu. Nelze pouzit na certifikat pro uvolnéni zbozi.

Podpis pracovnika f Schvaleni STERIS /J

SIGNATURE OF THE OPERATOR T O — - f
Odpovédna osoba W /

AREA OFFICER ¥

RELEASED BY QUALITY Datum pate 01/07/2022
Jana Smiesgkova

01-0- 2097 Gpusisdr

This document certifies that treatment is in compliance with technical specifications defined by the customer. This document doesn’t
certify sterilization if sterilization process validation, routine analysis and controls, quality contract drawing up haven’t been performed

7




Notes: *Teoretickd hodnota s prazdnou autokldvou  *Theoretical value with empty autoclave
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STERIS AST CZ s.ro

STERILIZATION AND LABORATORY FACILITIES

Primyslova zéna Kosikov 80 - 595 01 Velké Bites - Ceskd republika

Prod. tel. +420 566 531 046, Lab. tel. +420 566 531 341, Fax: +420 566 531 047
www.sterist-ast.com

STERIS AST SK s.ro

STERILIZATION FACILITIES

Priemyselny park 6020/5 - 071 01 Michalovce - Slovensko
Prod. tel. +421 566 881 505, Fax: +421 566 881 506
www.sterist-ast.com
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Applied Sterilization Technologies
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Temperature / Time graph - Temperature during exposure time : min 49,7 / MAX 51,1 °C
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Relative humidity / Time graph - RH at the end of conditioning : 77 %, RH during exposure time : min 75 %
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Gas pre-heater min temperature during gas inlet period : 48,7 °C
STERIS treatment verification is based on reading of parameters from graphs lines
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| STERIS AST CZ s.r.0.

Process Run Record

Prumyslovéa zéna Kosikov 80
595 01 Velka Bite§, Czech Republic

Summary Tel: +420566562145
Fax:
Run ID: 305708 Pallet Count: 18
Customer: DEG_STIRILAB 03-EQ-15% Batch No.: 22A220630
Specification:; 1.2 Checksum: -23894 Method: STIRILAB 03
EQ-15%_0h
1.Aeration
Equipment: VB Aeration 43
Date Started: 30.06.2022 18:25:00 Date Completed: 01.07.2022 5:21:10 Stage Duration: 10:56:10
1.1.Aeration Phase No. 1
Device Summary Summary Value Specified Range v/X
Total Phase Time Final - P104 10:56:10 00:00:00 - 7d 00:00:00 v
Time-InSpec Final - P104 10:50:00 00:00:00 - 7d 00:00:00 v
TE-Min-In-Spec Min - P101 454°C ; 41,0-51,0°C v
TempAve Max - P101 47.8°C 41,0-51,0°C v
Stage Summary
Steps Deviations Date Started Date Ended Total Duration:
1 0 30.06.2022 18:25:00 01.07.2022 5:21:10 10:56:10
~ONFORMING LOPERATOR., 7
\.../t" Wt 8 & - - . [T T e— !

All dates are expressed in the timezone:

(UTC+01:00) Praha, Bratislava, Budape

4 =Pass x = Fail

Printed on 01.07.2022 8:22:54 Page 1 of 1

AccuSOLO™  ionneXis



’0‘ pJY U.S. FOOD & DRUG
"‘i} ADMINISTRATION
. SES REGISTRATION NUMBER: 3010276338

STIRILAB s.r.o. a dominique Dutscher company

Textilna 23

034 01

Ruzomberok

VAT No. SK2021729545

Tel +421 44 432 27 20 Fax +421 44 432 97 17
www.stirilab.com, email ekonom@stirilab.com

IBAN : SK 311111 000000 102498 0028, SWIFT - UNCRSKBX

rransport bocumens | INIHMUNANAIY

202203498

CUSTOMER
EBSTER CZ s.r.o.

Pramyslova z6na Ko$ikov 80
686 01 Velka Bites, CR

SHIP TO

STERIS AST CZ s.r.o.
Pramyslova zéna Kosikov 80

59501 Velka Bites Ceska republika

CUST. NO. VAT CODE DATE TD NUMBER ISSUED BY PAGE

CZ27159621 28.06.2022 202203498 1102
CODE DESCRIPTION QTY per BOX MU QUANTITY
7 696 430 Microloops 10 ul sterile 10000 1 000,000 400,00
order lotto 22P2018300 exp 30.06.2026
BSC740 Fertility collector 40 40,000 32,00
order lotto 22P2004506 exp 30.06.2026
BSV120 ANSA 10 uL, PP, peel pack 20 pcs,sterile 10000 1 000,000 2320,00
order lotto 22P2001708 exp 30,06.2026
BSV1200 ANSA 10 uL, PP, peel pack 10 pcs,sterile 12000 1 000,000 60,00
order lotto 22P2001803 exp 30.06.2026
BSV1201 ANSA 10 ul , sterile 2100 2 100,000 10,00
order lotto 22P2002003 exp 30,06.2026
BSV1205 Anse jednorézové, 10ul 4000 1 000,000 8,00
order lotto 22P2001903 exp 30.06.2026
BSV121 ANSA 1 uL, PP, peel pack 20 pcs,sterile 10000 1 000,000 10,00
order lotto 22P2002103 exp 31.05.2026

9.6.%
TANCE
{CATION |
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‘% ADMINISTRATION

4 SGS REGISTRATION NUMBER: 3010278338

STIRILAB s.r.0. a dominique Dutscher company

Textilna 23

034 01

Ruzomberok

VAT No. SK2021729545

Tel +421 44 432 27 20 Fax +421 44 432 27 17
www.stiriiab.com, email ekonom@stirilab.com

IBAN : SK 311111 000000 102498 0028, SWIFT : UNCRSKBX

Transport Document

CUSTOMER
EBSTER CZ s.r.0.

Prumyslovéa zéna Kogikov 80
595 01 Velké Bites, CR

SHIP TO

STERIS AST CZ s.r.0.
Prumyslova zéna Kosikov 80

59501 Velké Bited Ceska republika

CUST. NO. VAT CODE DATE TD NUMBER ISSUED BY PAGE
CZ27150621 28.06.2022 202203498 2t02
CODE DESCRIPTION QTY per BOX MU QUANTITY
SHIPPING BY ISSUED BY: TRANSPORT TRANSPORT START DATE
Exw Bozekova SALE 28.06.2022
DELIVERY TERM BOXES PALLETS GROSS WEIGHTKG ~ NETTO WEIGHT VOLUME m3 DRIVER'S SIGNATURE
EXW 322 + 30 (DAMI) 18 284918 2660,05 18,42
ANNOTATIONS RECIPIENT'S SIGNATURE

Any compliant must by made within 8 days after goods receipt. Goods are considered of customer property only after full payment receipt. Any disputes between the are subject to the exclusive
Jurisdiction of the courts of Slovak republic



§ S T E R I S l STERIS AST CZ s.r.o.

Registered office: Primyslova zéna Kosikov 80, 595 01 Velka Bite§, Czech republic

lab_ebstercz@steris.com - www steris-labs.com

Laboratories

Komu: /Ta  STIRILAB S.R.O.
TEXTILNA 23
03401 RUZOMBEROK SLOVENSKA REPUBLIKA

ANALYSIS CERTIFICATE #3679 - BI1246 - 07/08/2022 Page 1/ 1

CISLO CERTIFIKATU ANALYZY3679 - BI1246 - 08/07/2022 Strana 1/ 1

Our Laboratory Refgrence Register # Bl / 165 - p. 119

Evidencni Cislo: Bl / 165 - s. 119

TITLE: BIOLOGICAL INDICATORS - SPORE STRIP - BACILLUS ATROPHAEUS (B. subtilis var Niger) ATCC #9372

NAZEV: BIOLOGICKY INDIKATOR - SPORE STRIP - BACILLUS ATROPHAEUS (B. Subtilis var Niger) ATCC #9372

METHOD: ISO 11138-1

METODA: ISO 11138-1
INTERNAL PROCEDURES: LWI-LAB002

VNITRNI PROCEDURA: LWI-LAB002

REFERENCE DATA

REFERENCNI UDAJE

SAMPLES DESCRIPTION; ZDRAVOTNICKE PROSTREDKY - IN VITRO DIAGNOSTIKA

POPIS VZORKU: ZDRAVOTNICKE PROSTREDKY - IN VITRO DIAGNOSTIKA
REFERENCE: STIRILAB S.R,0.

JMENO ZAKAZNIKA: STIRILAB S.R.O.

WITHDRAWING MADE BY: STERIS .

ODPOVEDNOST ZA VYBER VZORKU: STERIS

RECEIVED BY LABORATORY AT 07/01/2022

DODANO DO LABORATORE: 01/07/2022

PRODUCTION BATCH: §02203498

PRODUKCNI SARZE: 202203498

STERILIZATION BATCH; 22A220630 dtd 06/30/2022

STERILIZACNI SARZE: 22A220630 dne 30/06/2022

Bl BATCH: BATR 475

Bl SARZE: BATR 475

POPULATION (ufc/strip): 2.6 * 10°6

POPULACE (cfu / strip): 2.6 * 106
D-value (min): 3.0

D - hodnota (min): 3.0

ANALYSIS PARAMETERS i
PARAMETRY ANALYZY
POSITIVE CONTROLS N.: 1

POCET POZITIVNICH KONTROL: 1

BIOLOGICAL INDICATORS N.: 28

POCET BIOLOGICKYCH INDIKATORU: 28

GROWTH EVIDENCE AT THE END OF INCUBATION PERIQ
EVIDENCE RUSTU NA KONCI INKUBAé)Ni DOBY

BI SAMPLES AFTER 7 DAYS negative

Bl PO SEDMI DNECH negativni
POSITIVE CONTROL BI posifive
POZITIVNI KONTROLA BI pozitivni
Conclusions

Zavéry

EFFECTIVE STERILIZATION CYCLE
UCINNY STERILIZACNI CYKLUS
LABORATORY RESPONSIBLE

ODPOVEDNA OSOBA

RELEASED BY QUALITY ZE L

Jana Smieskova

08 -07- 2022

yﬁu //JJ{”’M g

The certification report concerns only the tested samples; the document can be partially reproduced only upon writter approval by STERIS AST CZ s.r.0.

Centifikat se tyka pouze lestovanych vzorku; dokument mize byt kopirovan pouze s pisemnym souhlasem STERIS AST CZ s.r.o
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ST|R1LAB s.r.0. adominique Dutscher company

Textilna 23
034 01
Ruzomberok

VAT No. SK2021729545

Tel +421 44 432 27 20 Fax +421 44 432 27 17
www.stirilab.com, email ekonom@stirilab.com

IBAN : SK 311111 000000 102498 0028, SWIFT : UNCRSKBX
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Transport Docume

CUSTOMER
EBSTER CZ s.r.o.

Pramyslova zona Kosikov 80

595 01 Velka Bites, CR

SHIP TO
STERIS AST CZ s.r.o.

Prumyslova zéna Kosikov 80

59501 Velka Bited Ceska republika

3

CUST. NO. VAT CODE DATE TD NUMBER ISSUED BY PAGE

CZ27159621 28.06.2022 202203498 102
CODE DESCRIPTION QTY per BOX MU QUANTITY
7 696 430 Microloops 10 ul sterile 10000 1 000,000 400,00
order lotto 22P2018300 exp 30.06.2026
BSC740 Fertility collector 40 40,000 32,00
order lotto 22P2004506 exp 30.06.2026
BSV120 ANSA 10 uL, PP, peel pack 20 pcs,sterile 10000 1 000,000 2 320,00
order lotto 22P2001706 exp 30.06.2026
BSV1200 ANSA 10 uL, PP, peel pack 10 pcs,sterile 12000 1 000,000 60,00
order lotto 22P2001803 exp 30.06.2026
BSV1201 ANSA 10 ul , sterile 2100 2 100,000 10,00
order lotto 22P2002003 exp 30.06.2026
BSV1205 Anse jednorazové, 10ul 4000 1 000,000 8,00
order lotto 22P2001903 exp 30.06.2026
BSV121 ANSA 1 uL, PP, peel pack 20 pcs,sterile 10000 1 000,000 10,00

order lotto 22P2002103

exp 31.05.2026

A A A S ——— T ————



Transport Document

fa U.S. FOOD & DRUG | CUsToMer

ADMINISTRATION EBSTER CZ s.r.o.

ms FE LT RATION HUMDEI: J110RT3 %)

Prumyslova zéna Kosikov 80

STIRILAB s.r.o. a dominique Dutscher company 595 01 Velka Bites, CR

Textilna 23
034 01 SHIP TO
Ruzomberok STERIS AST CZ s.r.o.
VAT No. SK2021729545 ; .
Pramyslova zéna Kosikov 80
Tel +421 44 432 27 20 Fax +421 44 432 27 17
www stirilab.com, email ekonom@stirilab.com 59501 Velka Bites Ceska republika
IBAN : SK 311111 000000 102498 0028, SWIFT : UNCRSKBX
CUST. NO. VAT CODE DATE TD NUMBER ISSUED BY PAGE
CZ27159621 28.06.2022 202203498 2to2
CODE DESCRIPTION QTY per BOX MU QUANTITY
SHIPPING BY ISSUED BY: TRANSPORT TRANSPORT START DATE
EXW BoZekova SALE 28.06.2022
DELIVERY TERM BOXES PALLETS GROSS WEIGHT KG NETTO WEIGHT VOLUME m3 DRIVER'S SIGNATURE
EXW 322 + 30 (DAMI) 18 2 849,16 2 660,05 18,42
ANNOTATIONS RECIPIENT'S SIGNATURE

Any compliant must by made within 8 days after goods receipl. Goods are considered of customer property only after fuli payment receipl. Any disputes between the are subject to the exclusive
Jurisdiction of the courts of Slovak republic




