
=STERISApplied Steritization Technologies

Dokument zpracov{nf Eto
ETO TREATMENT OOCUUENT

Provoz mcrlrry VELKA AlfgS Dokumant d. oocuueur No 4239 t AO

Autokuve' 22 DatumzahdJenl stmnreoere21t12t2019 Hodlnazahajenl srARlNGHouR 08,41
Datumukontenl ENDTNooATE 2111212A19 HodlnaukonGenl ENDINGHouR 16,35

Ilpoletnost coupaNvSTlRlLAB S.R.O. Metoda uerxoo STIRILAB 03 Ee - 15%

Pop|snsKltdKy L'I,DESC*PTToIZDRAVoTNICKYMATERIAL 4 PALETY

Krsblce BoxEs N'80

Ssrle eercx 19P2003211, 19p2032400, 20p2003100, 19p2015606
Viidokumentd. etrnrurceooc.No 201906409 z 16.12.2019
N{l dokumsnt 6. oeuvenyooc. N" S0g1/40

C. tanve

C. tehve

C. tenve
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cvtruorR No

cyuNoEn N'
cyuxoeR No

cyunoen No

cvt-tuoeR No

cvur{oen No

9219

3538

37363

5036

Hrubd vaha

Hrub6 vdha

Hrub6 vdha

Hrub6 vdha

Hrubd vSha

Hrub6 vdha

onoss wercxr kg 77,5

enoss wercxr kg 76,3

oaoss werenr kg 76,8
onossweroxr kg 77,2

enosswercnr kg

onossweronr kg

rene kg 47,5

rme kg 46,3

rene kg 46,8
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rARe kg

rane kg
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T6ra

TAra

T6ra

Tdra

Netto vdha NET wErcfrr k930,0

Netto vdha NErwEtct-rr k930,0

Netto vdha NEi lvEtcrrr kg30,0
Ne{o veha NE'rlrElGHr k930,0

Netto v6ha xerweronr kg

Netto v6ha Ner rveroxr ftg

Kondicionoviini

Bez ETO w,rHour Ero Limity nrruce
doba rrme xouns hod. rour od 1 : 1 5 do 1 :4S

Hodnota
1:30

VALUE

Teplota bdhem
Limity RANcE Hodnota

TEMPERATURE'C od 45 do SS 4g
Sterilizadni cyklus STERILIZATIOH CYCL€ Llmity naroe

kPa od -90 do -70

min. od 15 do 45

kg. od 1 17,6 do 122,4

min. od 45 do g0

'C od 46 do 54

% R.H. > 50

kPa od 175 do 205
g/mc od 497 do 517

hod trouruod 5:55 do 7:0

kPa od -90 do -70

min. od 15 do 45

minimum 4

Tlak pled vakuem pREvAcuuupREssuRE

Cas pied vakuem pREvAcuurnrE

V6ha smdsi t lxruREYrEtcHr

Doba piiv6ddni plynu GAs tNLEr nME

Teplota b6hem cyklu cvcle TcHIERATuRE

Relativni vlhkost cycLE R.H.

Tlakovf rozdil b6hem cyklu oer"ra cvcLE pREssuRE

$ Koncenirace ETO bez nakl6dkyerocorcENrRAloN

Doba expozice plynem oAsExposuREWrE

nak po vakuu pogrvacuumpRE$suRE

Cas po vakuu posrvlcuurrrffE

Poeet cykhi po vakuu posrvAcuumcycLENUIIEER

Hodnota
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Erterni test doalmetrom

Typ rvpe GIL-250

Pouiit€ dozimetry
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Z5v6r: Cyklus dle interni prov6rky Nelze pouiil na pro uvoln6ni zboii.
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AuLoclave 0A22
21-12-2A19

$tart 21-L2-201 9 05:41
p,lqu :.'!

!--i l{na scale = i5 min

End 2L-L2-2019 16:35
Operator ZZz
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Temperature / Time graph - Temperarure during exposure tirne : min 4g,4 l MAX 50,1 .c

Pressure / Time graph - Pressure dunng exposure time
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STERIS treatment verification is lraserl on reading of parameters from graphs lines
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SHIP TO

STERTS AST CZ s.r.o.

Pr(myslovd z6na KoSIkov 80

59501 Velkd Bite5 Ceskd republika

CODE

asczao

order

DES.CRIPTION

Foralllty collector

to.rto 19p2OO32il

QTY per BOX
-40 MU

40,000
QUANTITY

10,00BSV121

order

. exp 30,11.2029
nrusr r ,r-, pp, p"a p"II'i]GI]il'

lotto 19P2032400
exp 31.12.2029 1 000,000

BSVl21

ordgr
ersa r,L pp, p"JEf,ilIII,il'

lotto 20P2oo31oo
BSVt2lo

order
Anso slnglo-uae, votumeli

1 000,000exp 31.01.2024

lotto r9P2o,t5600
axp 31.12.2022 1 000,000

60,00

SHIPPING BY

EXW

DEUVERYTERM

EXW

ANNOTATIONS

/ssuEDay,.

Borekov6
TRANSPORT

SALE

TRANSPORT START DATE

19.12.201e

BOXES

80
PALLETS

4
GROSSWEIGHTKG NETTO WEIGHT

647,14 585,80
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